within the framework of a model for optical coherence tomography (OCT). A phantom situation represented by blood flowing in a horizontal 100 µm diameter vessel placed at 250 µm axial depth in 2% intralipid solution was implemented for the Monte Carlo simulation, and a similar configuration used for experimental ODT measurements in the laboratory.
Introduction
Optical Doppler tomography (ODT) (Wang et al 1995a) combines the technique of optical coherence tomography (OCT) with detection of the Doppler shift of backscattered light. ODT permits determination of localized flow velocities in optically turbid media and can be used to image blood flow in biological tissues. Experimental investigations have demonstrated good results for ODT, both for in vitro experimental flow configurations and for imaging of in vivo blood flow (Chen et al 1997a , b, c, Wang et al 1995a , b, 1997 . The parabolic flow profile predicted from hydrodynamic theory for laminar flow in cylindrical tubes has been precisely demonstrated in experimental systems and shown to give the correct mean flow velocity (Wang et al 1995a) . Blood is, however, a strongly scattering medium, and multiple scattering effects are expected to occur in all but the most tiny blood capillaries, since the scattering mean free path in blood is only about 7 µm.
For uniform velocity fields (i.e. constant unidirectional velocity, independent of r) it can be easily shown that the resulting Doppler shift from multiple scattering events in the flowing medium is determined only by the scalar product between the velocity vector and the difference between the outgoing and incoming wavevectors (de Mul et al 1995) . For fixed incoming and outgoing beam directions, the accumulated Doppler shift reported by the outgoing photon will therefore be independent of the number and locations of intermediate scattering events.
However, it is not difficult to construct examples for the more realistic and interesting case of a variable, for example parabolic velocity distribution, where the total Doppler shift reported by a photon that undergoes two scattering events will be very different from the exact value reported from a single backscattering event. Furthermore, the apparent backscatter position that will be ascribed to the detected photon will be different from the position of either one of the two scattering events. Such thought experiments raise the question whether experimental ODT yields such good results because the technique is sufficiently selective in photon detection that it essentially represents measurements based on singly (back)scattered photons. Alternatively, the technique of averaging the Doppler shift for many photons detected from the position under investigation may be sufficiently robust to yield correct results even in the presence of significant multiple scattering effects.
Monte Carlo simulation has already been used successfully in studies of laser Doppler flowmetry (LDF) (de Mul et al 1995 , Jentink et al 1990 , Koelnik et al 1994 , Stern 1993 . LDF is different from ODT in that LDF utilizes a highly coherent source and therefore the technique gives no pathlength discrimination. However, the fundamental Monte Carlo modelling which simulates light propagation in the medium and Doppler shifts experienced at each interaction with a moving scatterer is the same for the two techniques.
We have included in the model pathlength gating defined by the coherence length of the light source, and a geometrical optics representation of the combined emission and detection probe used in ODT, as described in more detail in a companion paper (Smithies et al 1998) . With this model we can study how instrumentation parameters and properties of the flowing medium and its surroundings might influence the numerical and positional accuracy of velocities determined by ODT. A simple flow geometry was used in which a parabolic velocity profile was established in a vessel at a specified depth in a scattering medium, and a physical phantom representing the same features was used for laboratory experiments.
Materials and methods

Experimental ODT system
2.1.1. Instrumentation. The ODT instrument uses a fibre-optic Michelson interferometer with a low-coherence superluminescent diode (SLD) as the light source. Details of this instrument have been described previously (Chen et al 1997a , b, Wang et al 1997 and in the companion paper (Smithies et al 1998) .
The optical phase of the SLD light in both the probe and reference arms of the interferometer is modulated at 1600 Hz by stretching the optical fibre wrapped around piezoelectric cylinders driven by a ramp waveform. Optical interference fringe intensity is measured by a silicon photovoltaic receiver (New Focus 2001, New Focus Inc., Santa Clara, CA). The signal is digitized with a 16-bit analogue-digital converter and transferred to a computer workstation for processing. The interference fringe intensity at each pixel is transformed by a fast Fourier transform algorithm. A power spectrum of interference fringe intensity for the position (x, z ) as a function of frequency f is calculated as
STFFT is the short-time fast Fourier transform of the temporal interference fringe intensity G t (x, z i , t) , and the primed z indicates the focus depth in the medium after refraction at the surface. A tomographic structural image is obtained by calculating the relative reflectivity which equals the value of the power spectrum at the phase modulation frequency (f 0 ). A logarithmic scale is used to display the ODT structural image:
Fluid flow velocity at each pixel is calculated from the Doppler frequency shift f D = ω D /2π which is determined as the difference between the centroid (f c ) of the measured power spectrum and the carrier frequency established by the optical phase modulation (f 0 ):
Here we have assumed ideal backscattering ( k = k o − k i = −2k i ), where k i and k o are the incoming and outgoing wavevectors respectively. λ = 2π/k is the centre wavelength of the SLD source, and ε = 90 • − α is the angle between k and v in air. The centroid of the measured power spectrum at each pixel is given by
where m is the number of frequency intervals used in the estimation of G f (x, z i , f ). Lateral and axial spatial resolutions of our ODT instrument are limited by the beam spot size and source coherence length (L c ) to 5 and 13 µm respectively. Velocity resolution in our prototype instrument (100 µm s −1 ) depends on pixel acquisition time T and the angle (ε) between flow velocity (v) and the direction of observation (k o ). Velocity resolution may be improved with a smaller angle ε or longer acquisition time.
Flow phantoms.
Canine blood was chosen as a model system due to the expected similarity in optical properties with human blood. Human and canine erythrocytes (RBCs) have average diameters of 7.8 and 7.2 µm, and thicknesses of 2.06 and 1.95 µm respectively (Hawkey and Dennett 1989) . Packed canine RBCs (Hemopet, Irvine, CA) were fixed with glutaraldehyde to yield a stock suspension of single cells that could be reconstituted at any desired volume ratio of cells (i.e. haematocrit). Prior to experimentation a stable, nonsedimenting model of blood was made by resuspending glutaraldehyde-fixed RBCs from stock at the specified volume fraction in 42% CsCl (Optical Grade, Sigma, St Louis, MO) which has a density of 1.31 and refractive index of 1.36 (Weast et al 1984) . Inspection by microscopy confirmed that the suspension contained predominantly single cells of normal shape.
The geometry of our in vitro blood flow phantom is shown in figure 1A . A syringe pump (model 341A, Sage Instruments, Cambridge, MA) with a 500 µl Hamilton syringe (#1750, Hamilton, Reno, NV) was used to establish flow of the reconstituted blood through polyethylene tubing (P10, id 0.28 mm, od 0.61 mm, Clay Adams/Becton Dickinson, Sparks, MD) immersed in 1 or 2% intralipid (Intralipid 20%, Kabi Pharmacia Inc., Clayton, NC)
Since erythrocyte shape was well preserved after fixation, the optical parameters of the reconstituted canine blood were taken to be the same as for human blood. Optical parameters for blood at 850 nm were adopted from Jacques (1996) and Yaroslavsky et al (1996) . Both authors give values of µ a = 0.75 mm −1 , but values for µ s of 300 mm and 65 mm −1 respectively, and g-values of 0.996 and 0.99 respectively. We chose to use µ a = 0.75 mm −1 , µ s = 150 mm −1 and g = 0.99 for blood. Optical parameters for 1% intralipid were taken to be µ a = 0, µ s = 2.0 mm −1 and g = 0.7, as average values of those obtained from van Staveren et al (1991) and Flock et al (1992) . Their values were 2.3 mm −1 and 1.7 mm −1 for µ s and 0.61 and 0.78 for g respectively, with µ a ≈ 0 for both groups.
Monte Carlo simulation of ODT
2.2.1. Modelling the Doppler process. Propagation of photons emitted from the probe into the medium and eventually backscattered and directed towards the detector was simulated by a photon histories generator as described in Smithies et al (1998) .
Doppler shifts experienced at each scattering interaction with the moving medium in the vessel were included into the photon histories according to the expression
where k i and k o are the incoming and outgoing wavevectors for this particular interaction, and v is the velocity of the medium at the position of the interaction (see figure 1B) . Successive Doppler shifts were accumulated for each photon as it propagated through the medium and experienced a total of n j scattering interactions
This accumulated Doppler frequency was also stored in the histories file for backscattered photons along with their accumulated pathlength, the sequence of scattering positions and their angular and spatial coordinates for intersecting the detector surface (Smithies et al 1998) .
Data processing and presentation.
The data processing program was implemented with the AVS image analysis software (Advanced Visualization System, Waltham, MA) as a number of specially developed modules that integrate into the entire software package and utilizes standard AVS modules for data processing and graphics presentation (Upson et al 1989) .
Results presented in this paper utilize several of the same modules that were developed for the simulation of OCT (Smithies et al 1998) . These include the data reader and the photon detector, where the latter determines which of the read photons satisfy the userspecified detection criteria with respect to source coherence length (L c ), numerical aperture (NA), and confocality (δ) of the detector, the photon counter which registers the number of detected photons for each (x, z ) scan position, and the scattering events distribution, which for a specified focus position displays a histogram of the number of photons detected as a function of number of scattering events.
Two modules are specific for the ODT simulation. The average Doppler frequency module generates a graph of average values of accumulated Doppler frequencies for photons detected at a series of specified (x, z ) positions in a z -scan. Each average is computed as
where n i is the number of photons detected for position (x, z ) and n z is the number of z positions probed. This module also generates the corresponding series of root mean square (rms) Doppler frequencies
The Doppler frequency distribution module displays for a specified position (x, z i ) a histogram of the accumulated Doppler frequencies ω Dj (equation (6)) or the Doppler shifts ij k (equation (5)) from individual scattering interactions (k) for individual photons (j ) for the total of n i photons detected at focus position i. Concentrations of intralipid and blood were reduced by a factor of 2.8 in order to be equivalent to the Monte Carlo simulations in the number of scattering interactions for photons traversing the flow lumen. In some cases the blood suspension was further diluted to obtain stronger signals and thereby more reliable Doppler frequency information from underneath the vessel. Thus, imaging of 4% blood as in figure 2B would correspond to simulations with 4 × diluted blood in the 2.8 × smaller vessel specified for the Monte Carlo simulations. (4 × 2.8 dilution of undiluted blood at 45% nominal haematocrit, gives blood of 4% haematocrit.) Figure 3A shows a velocity profile taken along the vertical diameter of the vessel imaged in figure 2, i.e. at 15
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• incidence. A corresponding profile recorded for 25
• incidence of the probe is shown in figure 3B . Fitted parabolic functions demonstrate the agreement between experimental data and the theoretical velocity profile expected for laminar flow in a tube. Maximum velocity estimates for panels A and B were 2730 and 2620 µm s −1 respectively, with corresponding diameter estimates of 285 and 272 µm. The statistical precision of these estimates varied from 4 to 8% relative standard error of the mean. The isolated, strong signal about 150 µm underneath the vessel is an artefact, probably due to reflection (see figure 2). The Doppler velocity noise underneath the vessel seems to be similar in magnitude in figures 3A and 3B, and is predominantly positive due to the frequency estimation procedure (see discussion, section 4). Figure 4 shows experimental frequency power spectra G f (0, z , f ) obtained according to equation (1) from the raw data underlying figure 3 and representing regions above and below the vessel as well as at the centre of the lumen. Spectra representing backscattering from static intralipid are distributed around the carrier frequency (1600 Hz) with mean values in the range from 1560 to 1650 Hz, whereas spectra representing the centre of the lumen are shifted to higher frequencies, more so for the higher angle of incidence (figure 4B versus figure 4A ). Standard deviations of the spectra above the vessel were 310 and 350 Hz for the incidence angles of 15
• and 25
• respectively (dotted curves), whereas corresponding values for spectra below the vessel were 610 and 650 Hz (thick full curves). (1) from the raw data underlying figure 3, i.e. representing incidence angles of 15 • (A) and 25 • (B). Spectra were averaged over intervals ( z ) of 100 µm (10 pixels) above (dotted curves) and below (thick full curves) the vessel, and over 40 µm at the centre of the vessel (thin full curves).
Results from Monte Carlo simulations
Monte Carlo simulations were based on the geometry shown in figure 1 where the vessel wall was assumed to have zero thickness. In most of the following figures, as in figures 3 and 4, panel A will show results for the probe at 15
• incidence angle and panel B results at 25
• . The simulated geometry corresponds to an optical depth of 0.8 mfp (mean free path) units in intralipid (g = 0.7) at the top of the vessel, with an additional optical depth in blood (g = 0.99) increasing to 15 mfp units through the full diameter of the vessel. The deepest position, 100 µm underneath the vessel, corresponds to an optical depth of 1.2 in intralipid plus 15 in blood. To account for the non-vertical path, these values should be Values for the intralipid region above the vessel (z < 200 µm) were systematically zero. The broken curve shows the frequency profile determined by the parabolic velocity profile specified as part of the input data for the simulation.
multiplied by the factors 1.02 and 1.05 for incidence angles of 10.9
• and 18
• in the medium, corresponding to the incidence angles of 15 and 25
• respectively in air. The final optical pathlengths of detected photons are actually twice the above figures due to the round-trip path down to the focus depth and back to the detector. Figure 5 shows average Doppler frequencies along a vertical scan through the centre of the vessel. The results demonstrate that the Doppler frequencies obtained from the Monte Carlo simulation approximate the mathematically expected frequencies quite well, and slightly better as the numerical aperture of the detector is decreased. Reducing the coherence length from 28 µm to 14 and 7 µm showed a similar but smaller effect in improving the accuracy of frequency estimates (results not shown). Reducing the confocality angle from 1
• to 0.5 and 0.3
• showed a comparable, minor improvement of the profiles, although variability due to low photon counts gave significant stochastic variability in the results for δ = 0.3
• (results not shown). The frequency profiles show the expected increase in maximum value with increasing incidence angle of the probe (panel B versus panel A). In contrast, the random Doppler frequencies found for photons backscattered from the intralipid region underneath the vessel (310-400 µm depth) seem quite similar for the two different incidence angles. Figure 6 shows the number of photons detected when using NA = 0.2, L c = 14 µm and δ = 0.5
• as detection parameters in the simulation. The number of photons detected with net positive and net negative Doppler frequencies are shown together with the total number of photons, which includes photons without a Doppler shift. Through the intralipid above the vessel, the total counts follow quite closely the mathematical expression of the extinction model for intralipid (Smithies et al 1998) . As the probe focus position z moves into the vessel, all detected photons carry positive Doppler frequencies. Towards the lower boundary of flow, the number of photons detected with a net negative Doppler frequency starts to increase. Underneath the vessel the numbers of positively and negatively Doppler shifted photons vary considerably due to low counts but appear nearly equal, although the number of positively shifted photons seems slightly higher than the number of negatively shifted photons. The only difference between 15 and 25
• incidence angles (figure 6A versus 6B) is the slightly higher numbers of detected photons for the lower incidence angle.
Photons backscattered from the flow axis have undergone an average of 15 ± 4 (SD) scattering events. Closer examination of the individual histories for photons backscattered from the central region of flow revealed that each photon experienced a series of stochastic Doppler shifts on the downward path through the vessel, a large, positive Doppler shift upon backscattering, and a series of stochastic Doppler shifts on the upward path through the vessel. Photons backscattered from underneath the vessel experienced the same stochastic shifts through the blood flow, but there was no Doppler shift from the backscattering event in the static intralipid. The result is therefore a random net Doppler frequency with an expected mean value of zero, but with actual positive and negative values varying stochastically between photons and from one focus position to the next. Figure 7 , which shows profiles of the rms Doppler frequencies according to equation (8), demonstrates more clearly the characteristic value of the random Doppler noise from regions underneath the vessel. The results suggest that the noise level is independent of the probe incidence angle, leading to a more favourable Doppler signal-to-noise ratio (i.e. flow-axis Doppler signal over Doppler noise signal from underneath the vessel) as the probe incidence angle is increased from 15
• ( figure 7A ) to 25 • ( figure 7B ). 
Estimates ofm j obtained by inserting pairs of values σ and σ D from the three different depths mentioned above were 29, 36 and 22 for 15
• incidence angle, and 48, 46 and 31 for 25
• incidence angle. Corresponding theoretical values (see equation (A5)) are 30 and 32 scattering events respectively. Figure 9 shows a more systematic investigation of the standard deviation of Doppler frequency distributions such as those shown in figure 8 (full squares) . Results are shown for the various probe focus positions through the vessel and through the intralipid underneath. Within the vessel, standard deviations are significantly smaller for smaller numerical apertures, show a maximum around the centre of the vessel, and diminish away from the flow axis, suggesting a value proportional to the parabolic velocity profile within the vessel ( figure 9A ). This finding was supported by results from a simulation based on constant velocity throughout the lumen (flat velocity profile), in which standard deviations were nearly constant through the diameter of the vessel (results not shown). Underneath the vessel the standard deviations in figure 9 essentially correspond to the rms noise levels seen in figure 7 (rms values approximate the SD values for stochastic variables which have zero mean values; see also equation (A10)). Table 1 lists standard deviations of Doppler frequencies on the flow axis at 250 µm depth, as well as mean values over four focus positions underneath the vessel (310, 340, 370 and 400 µm). Values from the flow axis seem to be independent of incidence angle (upper part of table 1), but vary with numerical aperture of the detector with values about 300 Hz for NA = 0.2 and 430 Hz for NA = 0.4. Even for a 2 × dilution of the blood and when a flat velocity profile is assumed throughout the vessel lumen (lower part of table 1), the standard deviations of the on-axis Doppler frequency remain comparable for a given NA. Only for an increased on-axis velocity (3 mm s −1 instead of 2 mm s −1 ) does the standard deviation of the Doppler frequency increase significantly, and it varies in this case proportionally with the velocity. The results indicate that the precision, i.e. relative standard deviation of the Doppler frequency on the flow axis will be best for large incidence angles and low numerical aperture, as illustrated in figure 10A . This figure also contains results for NA = 0.1, which further support the finding of increasing standard deviation of Doppler frequencies with increasing numerical aperture.
The values for Doppler noise underneath the vessel shown in the last two columns of table 1, show no systematic changes with incidence angle or numerical aperture of the detector probe. These results are further analysed in figure 10B , where standard deviations are expressed relative to the nominal Doppler frequencies on the flow axis. The figure also includes values for NA = 0.1, which have rather large standard errors due to the small numbers of detected photons. However, the data for NA = 0.1 are not significantly different from values for the higher numerical apertures. Figure 11 shows results based on the theoretical analysis in the appendix. According to equation (A6), the theoretical value for the standard deviation of spectra of accumulated Doppler noise for a particular focus position, is, expressed in Hz
wherev denotes the average flow velocity along the photon path. Theoretical values according to equation (10) were calculated for the various flow conditions represented in table 1 and plotted to show the correlation with corresponding Monte Carlo results. The fitted regression line in figure 11 indicates a proportionality relationship. Although the data show reasonably good correlation, the proportionality constant (0.60) is significantly different from the value of 1.0 which would be expected if equation (10) were a correct expression for the standard deviations of Doppler noise spectra for detected photons. at the lower boundary ( figure 12B ). Values are shown for source coherence lengths of 28 and 14 µm, and indicate slightly steeper transition curves for the shorter coherence lengths. The data, which represent NA = 0.2, give a slightly steeper transition than obtained for NA = 0.4 (results not shown). The results demonstrate that a step function in velocity can be localized with an accuracy of about 6 µm (interval for increase from 20% to 80% of step) at the top of the vessel and about 8 µm at the bottom boundary of the vessel, with a slight systematic shift (2 µm) of the midpoint depth to 302 µm instead of 300 µm for the latter determination.
Discussion
In our work with experimental optical Doppler tomography (ODT) we regularly observe random Doppler noise shadowing underneath regions of detected flow. This shadowing, thought to be an effect caused by multiple scattering of light passing through the overlying flow region, as well as the question of accuracy of estimated flow velocities in ODT imaging, motivated the formulation of a Monte Carlo model for simulating the ODT measurement process.
The model was based on Monte Carlo simulation of light propagation and scattering in turbid media, as used in other fields of bio-optics, such as studies of laser Doppler flowmetry (de Mul 1992 , de Mul et al 1995 , Jentink et al 1990 , Koelnik et al 1994 . Monte Carlo simulation of photon propagation in the scattering medium was combined with geometrical optics modelling of the OCT/ODT probe, including implementation of the antenna theorem (Siegman 1966 , Schmitt et al 1994 which takes into account the confocal-like detection of the heterodyne interferometric ODT measurement procedure.
In a companion publication (Smithies et al 1998) we have described how instrumentation parameters such as the source coherence length, and the numerical aperture and confocality angle of the detector influence the signal detected in OCT of static media. In the present report most results were obtained using detection parameters that closely represent the laboratory instrumentation (i.e. source coherence length, L c = 14 µm; numerical aperture of detector, NA = 0.2). A confocality angle of δ = 0.5
• was used for most investigations, even if the physical probe of the instrument represents a value of δ = 0.06
• , since a decrease in the number of detected photons will occur with increasing confocality of the detector. Monte Carlo simulation of OCT imaging in blood demonstrated good localization of the signal to the nominal focus position of the probe down to an optical depth exceeding 35 scattering mean free path units (1 mfp = 1/µ s ) (Smithies et al 1998) .
Based on the above-mentioned findings it was not unexpected that estimation of Doppler frequencies from the region of blood flow showed good localization to the actual position of the vessel (figure 5). A significant finding in the present work is that the average Doppler frequency for photons detected from a particular focus position was determined with an accuracy of only 3 to 4% deviation from the mathematically expected Doppler frequency (region of maximum flow, depth positions 230-270, figure 5 ). This is remarkable, considering that the spectra of observed Doppler frequencies were quite broad, with standard deviations typically exceeding 250 Hz (table 1, figure 9), compared with the nominal Doppler frequencies of 1212 and 1979 Hz on the flow axis in figures 5A and 5B respectively. Evidently, the averaging of Doppler frequencies over many photons for each focus position represents such a robust estimation procedure that the resulting mean value quite accurately approximates the true frequency.
The Doppler frequency noise detected from underneath the vessel (figure 5) is due to the series of random Doppler shifts experienced as the photon passes through the blood flow region before and after the backscattering event in intralipid underneath the vessel. The resulting accumulated Doppler frequency for each detected photon is expected to be zero, due to approximately equal numbers of photons with randomly positive and negative Doppler frequencies detected from underneath the flow region (figure 6). Photons carrying a positive Doppler frequency seem, however, to barely but systematically outnumber negatively shifted photons (figure 6, 300-400 µm depth). Correspondingly, the Doppler noise more frequently seems to assume a positive rather than negative value (figure 5, 300-400 µm depth). These effects are small, but may be due to the oblique incidence of the probe which introduces an asymmetry and causes the mean backscatter position to shift to slightly positive y-values for large probing depths in intralipid (Smithies et al 1998) .
Another significant finding in the present investigation is that the Doppler noise level underneath the vessel (figure 7) is essentially independent of the incidence angle of the probe, even if a larger incidence angle corresponds to higher average Doppler frequencies detected from the flow region. The standard deviations of Doppler noise spectra from underneath the flow region are generally greater than the standard deviations of Doppler frequencies detected from the region of blood flow (figure 9). This may seem surprising since the variance of the detected Doppler frequency may be expressed as a sum (over scattering locations) of contributions from individual scattering events along the paths of individual photons (equation (A4)). Furthermore, the difference between photons backscattered from flowing blood and those backscattered from the static intralipid underneath the blood vessel is essentially that the latter carry no contribution to the Doppler frequency variance from the backscattering event (since the Doppler shift is zero). The reason for the smaller standard deviations of Doppler spectra from blood than from the intralipid region underneath the vessel must therefore be that the incoming and outgoing photon paths are more closely correlated for backscattering from blood, leading to Doppler shifts from individual scattering events that more exactly cancel each other and generate less variance. Scattering in intralipid is more isotropic (g = 0.7) and backscattering from underneath the vessel will conceivably give rise to photon paths that differ more between the incoming and outgoing paths, leading to Doppler shifts demonstrating greater variance.
Similar arguments can serve to explain the finding that the standard deviation of average Doppler frequencies from within the vessel seems to follow quite closely the parabolic frequency profile determined by the parabolic velocity profile (most evident in figure 9A ).
Our finding that the standard deviations of average Doppler frequencies measured within the vessel increase with increasing numerical aperture of the detector (figures 9 and 10A) can be explained by simple consideration of the variability in Doppler frequency shifts represented by backscattering events involving marginal rays at minimum and maximum angles with the flow axis, i.e. (90
• − α − θ) and (90 • − α + θ ) respectively, giving rise to maximal and minimal Doppler frequencies.
The results in figure 10A indicate that especially for small incidence angles (10 to 15 • ), the precision of the estimated average Doppler frequency will be considerably improved by using a low-NA detector. This improvement, however, comes only at the cost of reduced signal strength.
Figures 10B and 11 summarize our findings concerning Doppler noise detected from underneath the vessel. To reduce Doppler noise in the shadow region underneath the region of blood flow, relative to the strength of the Doppler signal from the flow region, the obvious strategy is to use a relatively large incidence angle ( figure 10B ). In practice, however, this approach will be limited by loss of backscatter intensity and possible artefacts in the image that may be registered due to the oblique passage of light through structures lying outside the imaged plane.
Although the results in figure 11 (9) which is based on the assumption of independent Doppler shifts, agree quite well with the number of scattering events expected from the optical thickness of the flow region, thus supporting the underlying assumption of independence.
Another explanation for systematically smaller observed standard deviations than predicted by equation (10), may be that ODT selectively detects photons that are extremely forward-scattered (apart from the backscattering event). Such selective detection of minimally scattered photons was indeed observed in our simulation of OCT (Smithies et al 1998) . If we define an effective anisotropy parameter g eff = cos ϕ for detected photons, a value of g eff = 0.996 (as opposed to g = 0.99) inserted into equation (10) would yield theoretical standard deviations equal to those observed in the Monte Carlo experiments. The fact that values for the 2 × diluted blood (full triangles, figure 11) fall below the regression line might indicate that for lower optical thickness (µ s T ), forward-scattered photons are even more selectively detected and characterized by an even higher value for g eff .
It is interesting to observe that the correlation between simulated and theoretical values in figure 11 is better for NA = 0.2 (open circles) than for NA = 0.4 (full circles). In fact, for the analysis in the appendix leading to equation (10), the numerical aperture of the probe was assumed to be vanishingly small, corresponding to photon paths close to the optical axis of the probe, at incidence angle α. The results in figure 11 (full versus open circles) suggest that there may be an effect of numerical aperture for large incidence angles, which is not contained in equation (10).
The investigation of how closely a step function in flow velocity may be localized by ODT, shown in figure 12 , is in good agreement with our previous studies of signal localization in static media (Smithies et al 1998) , where we found that actual backscatter position falls short of the nominal depth by about 2% at an optical depth of 15 in blood. This would cause a shift of 2 µm in the detected position of the lower boundary of the vessel (i.e. 2% of the blood vessel diameter), as observed in figure 12B .
The Monte Carlo simulation results are supported by our experimental investigations, although direct comparison may in some cases require insight into details of the data processing algorithms. Thus, the Doppler noise detected from underneath the vessel is mostly positive in experimental Doppler profiles (figure 3), whereas the simulated profiles (figure 5) show more comparable occurrence of positive and negative Doppler noise signals. The dominance of positive noise in the experimental data is due to the data processing algorithm used to estimate the centroid of the fringe intensity power spectra (see equation (4)). This estimation is taken over an interval from 0 to 9600 Hz (see figure 4) . The carrier frequency is at 1600 Hz. Contributions from white noise in the 8000 Hz frequency interval above the carrier frequency will therefore tend to outweigh contributions from the 1600 Hz interval below the carrier frequency, resulting in a net positive Doppler noise frequency in figure 3. For the estimation of means and standard deviations of noise spectra above and below the vessel in figure 4 , an interval from 0 to 3200 Hz was used, i.e. a symmetric interval around the carrier frequency of 1600 Hz, in order not to introduce overweighting of high-frequency noise contributions.
Standard deviations of experimental Doppler frequency noise spectra from underneath the vessel were greater than those of corresponding spectra from above the vessel (figure 4). Although several sources of noise contribute to the width of experimental Doppler spectra, the increased standard deviations of spectra from underneath the vessel are taken to indicate Doppler broadening caused by the blood flow. In agreement with Monte Carlo results, standard deviations of experimental Doppler noise spectra revealed no significant differences between values representing different probe incidence angles, despite the higher Doppler frequencies from the flow region for the larger incidence angles.
Although several important aspects of OCT/ODT were not included in the present model, for example spatial correlation properties of the medium, and even if simulation of the full confocality of the physical detector (δ = 0.06
• ) was not feasible due to computer run-time limitations, our preliminary results demonstrate the usefulness of Monte Carlo modelling for increasing the understanding of OCT/ODT. 
In the squaring of the sum in the expression above, the cross-terms p q vanish for p = q due to the expectation operator. Thus
